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ABSTRACT 


A  new  ferrimagnctic  single-crystal  sphere  orientation  device 
has  been  developed  for  use  with  a  variety  of  sphere  sizes  and 
compositions.  Similar  to  other  instruments  which  operate  on 
a  magnetic  principle,  this  orienter  provides  <(110^  axes  align¬ 
ments.  However,  with  one  small  electromagnet,  it  is  consid¬ 
erably  simpler  than  previously  reported  instruments  of  this 
type.  From  theoretical  considerations,  it  is  concluded  that 
high  alignment  sensitivity  will  be  obtained  for  polished  spheres 
of  low  mass  density,  small  radius,  high  magnetocrystalline 
anisotropy,  and  low  coefficient  of  friction  between  sphere  and 
support.  It  is  also  concluded  that  the  sphere  should  be  sup¬ 
ported  in  cavities  of  conical  geometry,  with  the  cone  angle  as 
small  as  possible.  The  results  of  both  x-ray  analysis  and 
microscope  visual  observation  with  a  number  of  typical  spheres 
indicate  that  the  combination  of  accuracy  and  reliability  of  the 
instrument  is  superior  to  that  of  the  other  devices  and  sug¬ 
gests  that  the  factors  controlling  the  alignment  sensitivity  as 
derived  from  theory  are  at  least  qualitatively  correct. 
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IMPROVED  FERRIMAGNETIC 
SINGLE-CRYSTAL  SPHERE  ORIENTER 

I.  INTRODUCTION 

Beeause  of  the  increased  use  of  small  ferrimagnetie  single-erystal  spheres, 
both  in  solid-state  physies  research  and  mierowave  deviee  applications,  in¬ 
terest  in  the  development  of  methods  for  erystallographieally  orienting  these 
spheres  has  grown  in  reeent  years.  At  present,  most  of  this  work  is  earried 
out  by  expensive  and  time-eonsuming  x-ray  techniques.  More  recently,  equip¬ 
ment  utilizing  the  magnetoerystalline  anisotropy  of  ferrite  spheres  has  been 
reported  and  successfully  used  when  highest  aeeuraey  was  not  required.  In 
general,  the  advantages  of  the  magnetie  orienters  lay  in  their  simplicity,  speed, 
and  eonvenienee  of  operation.  The  major  limitations  of  these  devices  are 
sensitivity  and  reliability,  with  the  result  that  x-ray  methods  have  often  been 
neeessary  for  purposes  of  verification. 

To  date,  the  authors  are  aware  of  three  magnetie  methods  reported  in  the 
literature.  In  eaeh  ease,  the  orientation  of  the  sphere  is  accomplished  by 
aligning  the  easy  axes  of  magnetization  with  an  applied  magnetie  field.  The 
methods  differ  in  the  manner  of  sphere  mounting  in  the  magnetie  field,  general 
procedure  for  loeating  the  easy  axes,  identification  of  the  easy  axes  onee 

aligned,  and  eapture  of  the  sphere  after  orientation. 
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In  the  method  of  Auer,  the  sphere  is  plaeed  on  the  surface  of  mereury  in 
a  small  pan  between  the  poles  of  the  magnet.  As  the  different  easy  axes  are 
loeated  by  alignment  with  the  field,  their  positions  are  marked  on  the  surface 
of  the  sphere  with  a  fine  needle  and  marking  paint.  After  removal  from  the 
apparatus,  the  sphere  is  mounted  aeeordingly  with  reference  to  the  marks  on 
the  sphere.  The  major  drawback  of  this  method  is  the  inaeeuraey  involved  in 
the  marking  of  the  sphere  surfaee  and  subsequent  mounting.  This  procedure 
must  also  plaee  a  stringent  restrietion  on  the  size  of  the  sphere  sinee  the  error 
increases  as  the  sphere  becomes  smaller. 

Z 

An  alternative  seheme  was  reported  by  Sato  and  Carter,  who  introduced 
the  idea  of  orienting  the  sphere  in  a  IllO}  plane  (for  a  sphere  with  Oil )> 
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easy  axes)  and  capturing  it  while  held  by  the  magnetic  field.  This  method 
overcame  the  obvious  shortcoming  of  the  earlier  approach  by  fixing  the  first 
<11 1>  axis  with  a  small  wire  attachment  and  then  rotating  the  magnetic  field 
to  locate  a  second  <lll)>  axis  without  disturbing  the  initial  alignment.  In  this 
way,  with  two  horizontal  <lll)>  axes,  a  {lio}  plane  was  defined  and  the  sphere 
could  be  picked  up  vertically  along  a  <110)>  axis.  Although  this  approach  met 
with  success  for  larger  spheres,  it  was  found  to  be  inaccurate  at  diameters 
less  than  0.050  inch,  partly  because  of  the  friction  introduced  by  the  addition 
of  the  wire  attachment  for  the  second  rotation. 
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A  more  recent  innovation  by  Willoughby  and  Brown  employs  two  electro¬ 
magnets  set  at  7  0.5°  apart.  The  sphere  is  rested  on  a  sapphire  watch  jewel 
support  and  the  magnetic  field  switched  alternately  between  the  two  magnets. 
Since  the  acute  angle  between  the  easy  or  <llO  axes  is  70.5°,  the  sphere 
should  gradually  rotate  into  static  equilibrium  and  establish  a  horizontal  ‘  1 1 0 } 
plane  as  in  the  previous  method.  Unfortunately,  there  is  also  a  possibility 
that  a  dynamic  equilibrium  condition  will  occur  if  the  obtuse  angle  of  109.5° 
brackets  the  angle  between  the  magnets.  In  this  situation,  a  (HO}  plane  is  not 
horizontal  because  the  sphere  undergoes  a  rocking  motion,  and  it  becomes 
necessary  to  disturb  the  sphere  and  reorient  it  until  the  desired  result  is  ob¬ 
tained.  For  this  reason,  visual  observation  of  the  sphere  is  necessary  and  a 
microscope  is  an  essential  part  of  the  apparatus. 

In  this  report,  the  design  and  theory  of  operation  of  a  new  ferrimagnetic 
single-crystal  sphere  orienter  are  described.  Its  basic  features  retain  the 
advantages  of  the  Willoughby-Brown  instrument  and  offer  improved  accuracy 
and  reliability,  increased  versatility,  and  a  simpler  design  w'hich  produces  an 
unambiguous  result. 

II.  DESCRIPTION  OF  APPARATUS 

As  indicated  in  both  the  sketch  (Fig.  1)  and  the  photograph  (Fig.  2),  only 
one  small  electromagnet  is  required.  With  an  air  gap  of  0.625  inch,  manually- 
pulsed  d-c  magnetic  fields  up  to  2000  Oe  have  been  obtained,  although  smaller 
fields  are  usually  adequate  for  orientation,  particularly  with  spheres  of  high 
saturation  magnetization.  The  magnet  is  mounted  on  a  chassis  made  of 


2 


DIELECTRIC  ROD 


P"ig.  1.  Sketch  of  ferrimagnetic  single-crystal 
sphere  orienter. 
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Fig.  2.  Photograph  of  sphere  orienter  as  viewed 
through  the  magnet  poles. 
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aluminum  and  a  rotable  column  of  high-density  Teflon  is  situated  between 
the  pole  faces  of  the  magnet.  The  polished  ferrimagnetic  sphere  is  placed  in 
a  small  conical  depression  on  top  of  the  Teflon  column  in  such  a  manner  that 
it  is  approximately  on  the  axis  of  the  pole  faces.  Attached  to  the  base  of  this 
column  is  a  360°  protractor  which  is  required  for  positioning  the  sphere 
relative  to  the  direction  of  the  field  during  the  orientation  procedure. 

In  order  to  capture  and  remove  the  sphere  after  orientation,  a  Teflon  cap 
is  placed  over  the  top  of  the  column  and  a  dielectric  pick-up  rod  of  the  desired 
dimensions  is  inserted  through  an  axial  hole  of  the  same  dimension  to  make 
contact  with  the  sphere.  By  applying  a  suitable  adhesive  to  the  end  of  the  rod, 
bonding  can  be  made  to  the  sphere,  and  removal  may  be  effected  by  withdrawing 
the  rod.  In  order  to  permit  removal  of  the  sphere,  it  is  obvious  that  the 
diameter  of  the  rod  must  exceed  that  of  the  sphere.  To  insure  that  the  sphere 
is  not  disturbed  from  its  alignment  during  this  latter  operation,  it  is  recom¬ 
mended  that  the  magnetic  field  be  maintained  while  the  cap  and  rod  are  fixed 
into  position. 


III.  THEORY  OF  OPERATION 


The  physical  property  w'hich  permits  ferrite  spheres  with  magnetization 
vector  47rMR  to  be  crystallographically  oriented  by  application  of  a  magnetic 
field  is  referred  to  as  magnetocrystalline  anisotropy.  For  cubic  symmetry, 
the  anisotropy  energy  E^  is  given  by 


2  2  2  2  2  2 
EK  =  K1  (ala2  +  a2a3  +  a3ap-  ■  ■ 


(1) 


w’here 

-3 

=  first-order  anisotropy  constant  in  ergs-cm  , 

q  ^,0'2>  a3  =  direction  cosines  of  47tM  with  respect  to  the 
cubic  <100>  axes. 

For  K.  <  0,  E. .  is  a  minimum  when  47rM  is  parallel  to  <llO  directions, 

IK  S 

which  are  called  the  easy  axes  of  magnetization.  For  >  0,  the  <100> 
directions  become  the  easy  axes.  If  47r]VH  is  rotated  away  from  an  easy  axis. 
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a  mechanical  torque  on  the  lattice  is  created,  and  a  physical  rotation  of  the 
sphere  will  result  when  all  restraints  are  overcome.  As  a  result,  when  an 
unoriented  sphere  is  placed  in  a  uniform  magnetic  field,  it  will  immediately 
rotate  to  align  its  closest  easy  axis  parallel  to  the  field. 

Since  most  spheres  normally  encountered  have  K^<  0,  the  discussion  will 
be  confined  to  this  case.  In  Fig.  3,  a  sketch  of  a  cubic  unit  cell  is  shown  to 
illustrate  the  location  of  the  four  <(110  axes  and  a  {l  1  0}  plane.  The  angles  of 
intersection  between  the  two  pertinent  OlO  axes  are  approximately  7  0.5°  and 
109.5°.  As  a  result,  the  sphere  can  be  oriented  in  a  '110}  plane  by  locating 
any  two  <(llO  axes  with  a  magnetic  field  rotated  in  a  plane.  To  eliminate  any 
effects  of  gravity,  the  plane  should  be  horizontal.  When  two  magnets  are  used, 
their  poles  are  placed  at  70,5°  apart  and  switched  alternately  until  the  two 
easy  axes  are  in  position.  In  the  manner  discussed  in  the  preceding  section, 
the  sphere  may  be  picked  up  by  a  rod  along  a  <110)>  axis. 


Fig.  3.  Sketch  of  a  cubic  cell  featuring  a  {lio}  plane  with 
the  <(llO  body  diagonals.  The  indicated  angles  of  7  0.5° 
and  109.5°  represent  the  angles  of  intersection  of  the  two 
<(llO  axes  in  the  {llO}  plane  of  interest. 
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For  the  instrument  described  in  this  article,  only  one  magnet  is  employed. 
In  order  to  alter  the  direction  of  the  field  relative  to  the  sphere,  the  sphere 
may  be  rotated  continuously  and  the  field  applied  at  any  desired  position.  The 
procedure  for  orientation  begins  by  placing  the  unoriented  sphere  on  the  ped¬ 
estal  and  applying  the  magnetic  field  to  align  it  along  one  easy  axis.  With  the 
field  removed,  the  sphere  is  then  rotated  through  7  0.5°.  In  this  new  position, 
the  field  is  applied  and  alignment  with  a  second  easy  axis  is  obtained.  The 
procedure  is  repeated  for  an  angle  of  109.5°  and  then  alternately  for  70.5°  and 
109.5°,  until  the  sphere  no  longer  responds  to  the  rotations.  From  observa¬ 
tions  with  a  microscope,  it  is  evident  that  orientation  is  always  completed 
after  five  revolutions,  with  the  result  that  the  entire  operation  may  be  carried 
out  in  less  than  five  minutes. 

IV.  SENSITIVITY  CONSIDERATIONS 

From  the  most  elementary  examination  of  the  factors  which  govern  the 
sensitivity  of  this  instrument,  it  is  clear  that  the  basic  limitations  depend  on 
the  magnetocrystalline  anisotropy  torque  T^  and  the  static  friction  torque  T 
between  the  sphere  and  its  support.  Of  lesser  importance  are  the  magnitudes 
of  the  magnetization  47rM  and  magnetic  field  H  because  H  can  usually  be 
made  large  enough  to  keep  the  magnetization  aligned  at  all  times.  This  means 
that  the  motion  of  the  sphere  will  occur  when  T^  ^  T  ,  regardless  of  the 
magnitudes  of  47rM  and  II. 


s 


For  purposes  of  analysis,  it  is  desirable  to  express  Eq.  (1)  in  terms  of 
the  conventional  spherical  polar  coordinates  0’  and  cp\  where  0’  is  the  polar 
angle  and  cp'  the  azimuthal  angle.  With  this  system,  =  sin0'  cos  </?', 
a ^  =  sin0'  sin^',  and  a ^  -  cos0\  If  the  problem  is  restricted  to  the  (110) 


plane,  cp]  -  n/4  and  Eq.  (1)  maybe  expressed  as 


(2) 


Therefore,  the  anisotropy  torque  per  unit  volume  may  be  written  as 


(3) 


tK  d0' 
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(4) 


3  3 

t ^  (2  sin0'  cos  0'—  sin  0'  cos©') 

With  reference  to  the  [111]  axis,  after  substituting  0'  =  54°  45'  ±  0  and  taking 
a  small  angle  approximation, 

tk  =  ±tki0  •  (5) 

Thus,  for  the  general  case,  it  is  reasonable  to  assume  that  I  Tj^  I  -  0. 

For  the  problem  of  a  sphere  resting  in  a  conical  hole,  there  are  three 
T ^  thresholds  of  importance:  (1)  for  rotation  about  the  vertical  axis;  (2) 

T^  for  rotation  about  a  horizontal  axis;  and  (3)  for  rolling  up  the  wall  of 
the  cone.  Each  of  these  situations  is  analyzed  in  the  Appendix,  with  the  results 
as  follows: 


0  = 


(jipga  sincv 
—  2K— 


0h  = 


0  = 


ppga  sing; 


2K , 


(- 


1 


cos  cv/2 

pga  cos  cv/2 


\  coscv/2) 


K 


1 


where 


0  ,  0,  ,  0 
v  h  r 


P 

P 

a 

g 

a 


threshold  angles  for  the  above  three  conditions, 
coefficient  of  static  friction, 

-3 

mass  density  of  the  sphere  (gm-cm  ), 
radius  of  the  sphere  (cm), 

_2 

acceleration  due  to  gravity  (980  cm-sec  ), 
cone  angle. 


(6) 

(?) 

(8) 


In  practical  considerations,  it  is  of  prime  importance  that  rolling  be 
prevented.  From  Eqs.  (7)  and  (8),  it  may  be  shown  that  for  p  ~  0.2  (estimated 
for  polished  ferrite  on  Teflon),  then  0^  <  0^  for  values  of  cv  less  than  about 
160°.  A  conclusion  which  may  be  reached  immediately  is  that  cavities  with 
flat  or  curved  bottoms  must  be  avoided.  Another  interesting  result  of  this 
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analysis  emerges  from  the  faet  that  ©h  <  9  for  a  less  than  68°,  as  indicated 

by  Fig.  4.  In  terms  of  the  total  frietion  torque,  T  for  rotation  about  a  hori- 

h 

zontal  axis  would  be  less  than  that  for  rotation  about  the  vertical  axis.  If  ©, 

h 

is  sufficiently  lower  than  G^t,  the  ambiguous  situation  mentioned  earlier  and 
described  in  Fig.  5  will  not  arise  beeause  the  greater  sensitivity  for  a  rota¬ 
tion  about  a  horizontal  axis  will  induee  the  sphere  to  rotate  out  of  the  {l  1  0} 
plane  whenever  this  situation  might  oeeur.  If  it  is  assumed  that  the  roeking 
aetion  takes  plaee  in  a  {l  1  0}  plane,  at  eaeh  application  of  the  magnetic  field, 
the  angle  between  II  and  the  nearest  easy  axis  in  this  plane  is  40°.  With  iso- 
tropie  sensitivity,  the  sphere  would  rotate  to  align  this  easy  axis  with  IF  How¬ 
ever,  it  may  be  shown  that  at  least  one  other  easy  axis  is  within  56°,  and  sinee 
rotations  about  a  horizontal  axis  are  more  probable  provided  that  a  is  suffi¬ 
ciently  smaller  than  68°,  the  sphere  will  rotate  about  a  new  axis.  After  sub¬ 
sequent  orientation  steps,  it  eventually  reaehes  equilibrium  with  a  new  hori¬ 
zontal  1 1 1  0 }  plane.  If  the  undesired  situation  depieted  in  Fig.  5  is  still  present, 


Fig.  4.  The  ratio  of  thresholds  for  rotations  about 
horizontal  and  vertical  axes  as  a  function  of  eone 
angle.  The  crossover  oeeurs  at  o  =  68°. 
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1 3-44 -1 1 1<C  (1)"1 


Fig.  5.  The  origin  of  the  ambiguity  observed  in  sphere  orientation 
procedures  when  a.  is  large.  11^  and  refer  to  the  two  alternate 
positions  of  the  magnetic  field  vector  relative  to  the  crystallographic 
axis  of  the  single-crystal  sphere. 

the  reorientation  process  will  continue  until  final  stability  is  obtained.  Nor¬ 
mally,  any  erroneous  alignment  is  corrected  very  early  and  the  orientation  is 
completed  after  only  a  few  steps. 

V.  RESULTS 

To  evaluate  the  instrument,  several  polished  single-crystal  spheres  were 
used,  some  of  which  are  listed  in  Table  I.  From  Eqs.  (6)  and  (7),  it  may  be 
concluded  that  a  should  be  as  small  as  possible  for  optimum  sensitivity  and 
a  value  of  45°  was  finally  adopted.  For  purposes  of  checking  the  effect  of 
sphere  size,  Y^Fe^O^^  spheres  of  20,  40,  and  80mils  diameter  were  included 
in  the  study.  In  addition,  a  Y^Ga^  ,65Fe4.  35^12  sP^ere  lower  and  a 
Li.Q  5^  5^4  sPhere  of  higher  were  examined. 

Because  the  instrument  was  designed  for  40-mil-diameter  spheres,  the 
2  0-  and  8  0-mil  YIG  spheres  were  not  mounted  for  x-ray  examination.  How¬ 
ever,  microscope  observations  presented  in  Table  I  indicate  that  the  dependence 
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of  sensitivity  on  size  is  in  general  accord  with  the  theory.  From  the  results 

of  x-ray  examinations  on  the  Y0FecO.  ~  ,  Y-Ga,.  ,,-Fe.  ocO.  and 

3  5  12  3  0.65  4. 35  12 

Lip  5^e2  5^4  spheres,  it  is  evident  that  a  small  error  is  introduced  during 
the  capture  operation.  This  effect  is  most  clearly  reflected  in  the  result  for 
the  lithium  ferrite  sphere,  where  virtually  no  error  was  observed  under  the 
microscope,  while  a  0.75°  deflection  was  found  from  x-ray  analysis. 

In  general,  little  difficulty  was  encountered  in  obtaining  orientations 
within  the  limits  indicated.  With  the  cone  angle  a  at  45°,  there  has  been  no 
evidence  of  the  ambiguity  described  earlier,  although  this  situation  did  develop 
when  angles  of  90°  and  greater  were  used.  Finally,  attempts  to  use  cylindri¬ 
cal  and  hemispherical  cavities  proved  to  be  futile  because  of  the  rolling  effect 
discussed  previously. 

VI.  CONCLUSIONS 

An  improved  ferrimagnetic  single-crystal  sphere  orientation  device  has 

been  constructed  and  successfully  demonstrated.  Several  spheres  have  been 

oriented  along  <(ll0^>axes  with  good  accuracy  and  excellent  repeatability. 

In  comparison  with  previously  reported  sphere  orienters,  this  instrument 

has  several  important  advantages.  It  is  simpler  in  construction,  more  con- 

1 

venient  to  operate,  and  more  accurate  than  the  Auer  device  .  These  state- 

2 

ments  also  could  apply  to  the  Sato-Carter  instrument,  particularly  with  regard 
to  the  sensitivity  of  orienting  small  spheres.  As  pointed  out  by  Eqs.  (6)  and 
(7),  the  sensitivity  should  be  greater  for  smaller  spheres.  However,  with  this 
latter  instrument,  for  the  second  rotation  necessary  to  achieve  <(ll0)>  orienta¬ 
tion,  an  additional  mass  is  attached  to  the  sphere  in  the  form  of  a  rod.  In 
terms  of  the  theory  developed  in  this  article,  this  rod  increases  the  effective 
mass  of  the  sphere  without  changing  the  anisotropy  torque.  As  a  result,  it  is 
important  to  keep  the  percentage  of  magnetic  mass  as  high  as  possible  and 
larger  spheres  would  be  expected  to  align  more  accurately. 

3 

Although  the  switched-field  method  of  Willoughby  and  Brown  offers  com¬ 
parable  accuracy  (i.e.,  ±1°  for  a  23-mil  sphere  as  compared  with  ±2°  for  a 
40-mil  sphere),  the  new  instrument  is  more  reliable  because  of  the  removal 
of  the  alignment  ambiguity.  Another  potential  problem  of  this  earlier  device 


12 


arises  from  the  use  of  a  sapphire  watch  jewel  as  the  support  for  the  sphere. 
Since  the  walls  of  this  cavity  are  curved  (as  opposed  to  the  linearity  of  the 
more  desirable  conical  design),  the  probability  of  rolling  should  be  significant. 
As  mentioned  earlier,  this  effect  has  been  eliminated  by  selection  of  a  small 
cone  angle.  Finally,  it  must  be  pointed  out  that  although  the  use  of  a  micro¬ 
scope  is  desirable  with  the  new  instrument,  it  is  no  longer  a  necessity.  If  the 
surfaces  of  the  sphere  and  mount  are  clean  and  the  ammeter  of  the  electro¬ 
magnet  indicates  the  desired  current  level,  orientation  can  be  carried  out 
reliably  without  visual  observation. 
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appendix 


To  determine  the  theoretical  sensitivity  of  this  instrument,  it  is  necessary 
to  examine  the  mechanics  of  a  sphere  rotating  in  a  conical  cavity.  For  this 
situation,  there  are  three  critical  values  of  0,  the  angle  between  47rM^  and  the 
easy  axis:  (a)  0  the  minimum  angle  for  rotation  about  a  vertical  axis,  (b) 

0^,  the  minimum  angle  for  rotation  about  a  horizontal  axis,  and  (c)  0^,  the 
minimum  angle  for  rolling  up  the  side  of  the  cone.  These  three  eases  will  be 
considered  in  order. 

A.  ROTATION  ABOUT  THE  VERTICAL  AXIS 

In  Fig.  6,  the  sphere  of  radius  a  and  density  p  is  presented  as  resting  in 
a  conical  cavity  of  angle  a.  The  coefficient  of  static  friction  between  the  two 


Fig.  6.  Mechanics  of  the  vertical  axis  rotation  for  a 
sphere  in  a  cone  under  the  influence  of  torque  T„ . 


15 


surfaces  is  represented  by  p.  To  produce  rotation,  the  magnetic  anisotropy 
torque  T ^  must  exceed  the  torque  of  static  friction  T  .  From  Eq.  (5) 

TK«K1e  (A1) 


per  unit  volume.  Thus,  the  total  torque  equals  x  volume,  or 


(A2) 


The  total  friction  torque  may  be  written  as 

T  =  p  mg  sin(v/2  •  r  (A3) 

M* 

where  m  =  mass  of  the  sphere  and  g  =  acceleration  due  to  gravity.  After 
substituting  r  =  a  cos  0/2  and  m  =  4/3  7ra  p,  Eq.  (A3)  becomes 


T 

M- 


PPg 


.4  3, 

(—  7ra  )  a  sin  a 


(A4) 


Since  the  condition  for  rotation  requires  that  1  „  1 

tion  may  be  given  by 


h’ 


the  sensitivity  limita- 


°v^ 


PPg 

2K . 


a 


sin  « 


(A5) 


R.  ROTATION  ABOUT  A  HORIZONTAL  AXIS 


For  the  case  of  T  applied  about  a  horizontal  axis,  as  shown  in  Fig.  7,  it 
K 

is  appropriate  to  employ  the  principle  of  virtual  work,  since  the  friction  torque 
T  varies  along  the  line  of  contact. 

If  a  virtual  rotation  A /?  is  considered,  the  virtual  work  done  by 
becomes 

AWk  =  Tk  -  a  jS  .  (A  6) 


Since  the  friction  force  per  unit  length  is  given  by 

f  _  pmg  sino'/2 
p  -  2rrr 


(A7) 
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Fig.  7.  Mechanics  of  a  horizontal  axis  rotation  for  a 
sphere  in  a  cone  under  the  influence  of  torque  T^. 

the  work  done  by  a  length  rd </?  may  be  written  as 

dW  =  nmg  sin„/2  .  a/3  d 

|JL  Z7T  J 


(A8) 


where 


y  = 


2  2 
r  sin  ip 


and 


r  a  cos  <y  /2 

Thus,  the  total  virtual  work  done  by  friction  forces  may  be  expressed  as 

f.  7r/2 


AW  4 A/?  •  t£iBg_4in£>V^ 

[JL  277 


a 


'  [~  2  2 

v  1  —  k  sin  dtp 


(A9) 


where  k  =  coso'/2. 
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Since  the  above  equation  contains  a  complete  elliptic  integral  of  the 
second  kind, 


7r/Z 


C  '  lt  ,2  .2  ,  7 r  ,,  1.2  3.4  . 

\  Vl-k  sin  </>d<p  «  (1  -  -4  k  —  k  -•••) 

■  o 


(A10) 


Fq.  (A9)  may  be  expressed  as 


A  ~  A/3  •  pmga  sinn/2  (1  —  ~  cos^  a  / 2  —  •  •  • ) 


(All) 


By  the  principle  of  virtual  work,  AW„  =  AW  and  from  Eqs.  (A2)  and  (A6) 


K 

_  ppga  sing  - 1  _±  /2 _ } 

h  2K.  cos  o' /2  4  cosa/£  > 


(A  1 2 ) 


or 


0,  =  0  ( 7 y  — i'C030/2 

h  v  cos  a/ 2  4 


(A1  3) 


C.  ROLLING  UP  WALL  OF  CAVITY 


In  Fig.  8,  this  final  situation  is  presented  as  a  sphere  on  an  inclined  plane, 
since  it  is  essentially  a  two-dimensional  problem. 

From  an  analysis  of  forces  parallel  to  the  surface  of  the  plane, 

m  f^  —  mg  cosff/2  ,  (A14) 

where  p.  is  the  translational  velocity  parallel  to  the  plane  and  f  the  force  of 
friction. 

By  balancing  moments  about  the  axis  through  the  center  of  the  sphere, 


do; 

dt 


—  f  a 
M- 


T 


K 


(A15) 


where  I  is  the  moment  of  inertia  and  to,  the  angular  velocity.  Since  dco/dt  = 
l/a  (du/dt)  and  I  =  2/5  ma  ,  Eq.  (A15)  may  be  written  as 


f 

M- 


a 


(A16) 


18 


Fig.  8.  Mechanics  of  the  rolling  of  a  sphere  up  the 
wall  of  a  cone  under  the  influence  of  torque  T„. 
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After  substituting  for  f  from  Eq.  (A16)  into  Eq.  (A14),  one  obtains 

H- 


du  5  ,^K 

d4=  7^(— COSO'/2) 
Thus,  to  produce  rolling, 
du 


(A17) 


dt 


^  0 


and 


Tj  ^  mg  a  cosff/2 


or 


0  ^  a  cos  a  / 2 

r  K1 


(A19) 
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